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ABSTRACT 

This  report  is  a  summary  of  research  activities  performed  for 
the  Naval  Sea  Systems  Command  (SEA  05R15)  and  the  David  Taylor 
Naval  Ship  Research  &  Development  Center  (Code  28)  under  Contract 
N00024-80-C-5337 .  The  purpose  of  the  present  research  is  to  use 
innovative  optical  techniques  and  superior  signal  capture  and 
processing  systems  to  determine  the  waveforms,  frequency  spectra, 
and  propagational  behavior  of  the  acoustic  emission  signals  gene¬ 
rated  by  the  various  mechanical  deformation  mechanisms  leading  to 
failure  of  metal  alloys  of  prime  importance  to  naval  structures. 
The  ultimate  goal  of  this  research  is  to  absolutely  determine  the 
degree  to  which  precise  characterization  of  the  acoustic  emission 
signals  can  serve  to  remotely  assess  the  severity  of  mechanical 
damage  and  give  early  warning  of  impending  failure.  Experiments 
were  performed  using  a  modified  piezoelectric  transducer,  a  Fizeau 
type  interferometer,  and  a  modified  Michelson  interferometer. 
Acoustic  emission  events  were  generated  by  pulling  microtensile 
specimens  in  an  extremely  quiet  microtensile  machine  and  by  the 
brittle,  step  unloading  fracture  of  glass  capillary  tubes  on  the 
surface  of  test  specimens  possessing  different  geometries.  All 


acoustic  emission  event  waveforms  were  recorded  by  a  high  speed 
transient  recorder  and  stored  on  magnetic  mini-diskettes  for 
analysis  on  a  high  speed  digital  computer  and  for  future  propaga- 
tional  behavior  and  waveform  analysis.  Specimens  which  were  pulled 
on  the  microtensile  machine  were  examined  under  optical  and  scanning 
electron  microscopes  to  determine  a  point  by  point  correlation  bet¬ 
ween  acoustic  emission  events  and  microstructural  changes. 
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INTRODUCTION 

Acoustic  emission  or  stress  wave  emission  is  the  phenom¬ 
enon  of  transient  elastic  wave  generation  due  to  a  rapid  release 
of  strain  energy  caused  by  a  structural  alteration  in  a  solid 
material.  Generally  these  structural  alterations  are  a  result 
of  either  internally  or  externally  applied  mechanical  or  thermal 
stress.  Depending  on  the  source  mechanism,  acoustic  emission 
signals  may  occur  with  frequencies  ranging  from  several  hertz 
up  to  tens  of  megahertz.  Often  the  observed  acoustic  emission 
signals  are  classified  as  one  of  two  types:  burst  and  continuous. 
As  shown  in  Fig.  1,  the  burst  type  emission  waveform  resembles 
a  damped  oscillation,  while  the  continuous  type  emission  appears 
to  consist  of  an  overlapping  sequence  of  individual  bursts.  The 
importance  of  acoustic  emission  monitoring  lies  in  the  fact  that 
proper  detection  and  analysis  of  acoustic  emission  signals  can 
permit  remote  identification  of  source  mechanism  and  the  asso¬ 
ciated  structural  alteration  of  solid  materials.  This  information, 
in  turn,  can  augment  understanding  of  material  behavior,  can  be 
used  as  a  quality  control  method,  and  as  a  nondestructive  eval¬ 
uation  technique  for  assessing  the  structural  integrity  of 
materials  under  service  conditions. 

There  are  a  variety  of  sources  of  acoustic  emission  signals 
ranging  from  atomic  size  microstructural  alterations  to  gross 
macrostructural  changes  such  as  earthquakes.  A  partial  listing 
of  reported  sources  includes  movement  of  dislocations  and  grain 
boundaries;  formation  and  growth  of  twins,  crazes,  microcracks. 
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and  cracks;  stress-corrosion  cracking;  fracture  of  brittle 
inclusions  and  surface  films;  fiber  breakage  and  delamination 
of  composites;  phase  transformations;  microseismic  and  seismic 
activity  in  geologic  materials. 

Although  the  phenomenon  of  acoustic  emission  has  been  the 
subject  of  an  ever  increasing  number  of  scientific  investigations 
and  technological  applications  for  more  than  25  years  (1-9) , 
it  has  not  optimally  fulfilled  its  promise  as  a  nondestructive 
testing  technique  since  the  waveforms,  frequency  spectra,  and 
propagational  characteristics  of  the  stress  waves  emitted  from 
specific  defects  remain  unknown.  The  two  major  reasons  for  this 
state  of  affairs  are  oversimplistic ,  unrealistic  theoretical 
models  and  lack  of  independently  verified  reproducible  exper¬ 
imental  measurements. 

The  purpose  of  the  present  research  is  to  use  innovative 
optical  techniques  and  superior  signal  capuare  and  processing 
systems  to  determine  the  waveforms,  frequency  spectra,  and 
propagational  behavior  of  the  acoustic  emission  signals  gene¬ 
rated  by  the  various  mechanical  deformation  mechanisms  leading 
to  failure  of  metal  alloys  of  prime  importance  to  naval  struc¬ 
tures.  The  ultimate  goal  of  this  research  is  to  absolutely 
determine  the  degree  to  which  precise  characterization  of  the 
acoustic  emission  signals  can  serve  to  remotely  assess  the 
severity  of  mechanical  damage  and  give  early  warning  of  impending 


failure. 
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THEORETICAL  CONSIDERATIONS 

Figure  2  serves  to  illustrate  the  oversimplistic 
manner  in  which  acoustic  emission  is  usually  treated  theo¬ 
retically.  Acoustic  emission  signals  propagating  away  from 
internal  and  surface  sources  are  detected  by  a  transducer 
located  on  the  surface  of  the  test  piece.  In  this  commonly 
used  portrayal,  the  internal  source  emits  a  single  compressional 
spherical  wave  which  propagates  at  constant  velocity  in  all 
directions.  Its  amplitude  decreases  inversely  with  distance 
from  the  source  only  because  of  the  expanding  wavefront  so 
that  the  total  energy  contained  in  the  wave  remains  constant. 

The  surface  source  also  emits  a  single  compressional  spherical 
wave  with  similar  characteristics  from  the  crack  tip,  and  in 
addition,  emits  a  Rayleigh  wave  which  propagates  along  the 
surface  in  all  directions  away  from  the  source  with  constant 
velocity.  The  surface  wave  amplitude  decreases  as  the  square 
root  of  the  distance  from  the  source  only  because  of  the  expand¬ 
ing  wavefront. 

Figure  3  illustrates  schematically  a  somewhat  more  realistic 
view  of  acoustic  emission,  although  even  this  portrayal  is  still 
oversimplified.  The  internal  source  emits  a  wave  which  is  non- 
spherical  initially  because  of  the  source  shape.  After  leaving 
the  source,  the  profile  of  the  wavefronts  continue  to  change 
because  of  the  directional  variation  in  wave  velocities  asso¬ 
ciated  with  linear  elastic  wave  propagation  in  anisotropic  solids. 
Moreover,  the  amplitude  of  the  wave  decreases  with  increasing 
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Fig.  3.  More  realistic  simplified  model  of  acoustic 
emission  sources. 
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distance  from  the  source,  both  as  a  result  of  the  expanding 
wavefronts  and  as  a  result  of  attenuation  caused  by  a  number 
of  mechanisms  which  absorb  and  scatter  elastic  waves  in  real 
materials.  Among  these  mechanisms  are  thermoelastic  effects, 
dislocation  damping,  subgrain  and  grain  scattering,  and 
interaction  with  ferromagnetic  domain  walls. 

Other  factors  which  also  influence  the  acoustic  emission 
signals  detected  on  the  surface  of  real  materials  include  the 
fact  that  actual  sources  may  emit  both  longitudinal  and  shear 
waves  which  possess  a  distribution  of  frequencies  and  ampli¬ 
tudes.  Even  in  a  single  direction,  these  waves  can  propagate 
with  different  wave  speeds,  and  the  higher  frequency  components 
experience  stronger  attenuation  than  the  lower  frequency  com¬ 
ponents.  Moreover,  the  elastic  waves  experience  diffraction 
(beam  divergence)  and  refraction  (energy-flux  deviation) ,  mode 
conversion  at  internal  and  surface  boundaries,  and  those  with 
sufficient  amplitude  will  be  subject  to  non-linear  effects. 

EXPERIMENTAL  CONSIDERATIONS 

The  most  simple  type  of  acoustic  emission  detection  system 
commonly  used  consists  of  a  piezoelectric  transducer  directly 
attached  to  the  workpiece  with  an  acoustic  impedance  matching 
coupling  medium.  The  voltage  output  from  the  transducer  is  fed 
directly  into  a  preamplifier,  which  is  located  as  close  to  the 
transducer  as  possible.  The  preamplifier  output  signal  is  then 
passed  through  a  variable  bandpass  filter  to  a  main  amplifier 
connected  to  a  signal  analysis  system,  which  produces  an  analog 
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or  digital  signal  every  time  the  amplified  acoustic  emission 
voltage  signal  exceeds  a  selected  discriminator  threshold 
level.  The  most  frequently  used  method  for  evaluating 
structural  damage  by  acoustic  emission  monitoring  is  to  count 
the  signals  emitted  during  deformation  of  the  material  and 
to  plot  the  results  as  count  rate  or  total  count  as  a  function 
of  some  measure  of  the  deformation  such  as  pressure,  stress, 
strain,  or  number  of  fatigue  cycles.  Several  problems  are 
associated  with  this  simplistic  approach  including  a  lack  of 
knowledge  of  the  influence  of  test  specimen  geometry  on  the 
received  signals,  of  the  effect  of  the  medium  coupling  the 
transducer  to  the  workpiece,  the  amplitude  and  frequency  res¬ 
ponse  of  the  transducer,  resonances  in  the  active  element 
and  other  components  of  the  transducer,  and  the  electronic 
system  used  to  select,  filter,  transmit,  and  amplify  the  sig¬ 
nals.  In  order  to  make  reliable  assessment  of  such  data,  it 
is  normally  assumed  that  all  events  producing  acoustic  emissions 
of  sufficient  amplitude  to  be  counted  are  equally  damaging  to 
the  structure,  that  all  damaging  events  will  produce  acoustic 
emissions  of  sufficient  amplitude  to  be  counted,  and  that  each 
event  will  cause  an  acoustic  emission  which  will  be  counted 
only  once  and  not  overlap  with  other  signals.  To  make  such 
assumptions  is  improper  since  a  given  high  amplitude  acoustic 
emission  signal  may  be  produced  by  a  single  event  which  causes 
deunage  to  the  structure  or  by  simultaneous  occurrence  of  a 
number  of  small  events  which  cause  no  structural  damage  but 


whose  net  effect  is  to  produce  the  large  acoustic  emission 
signal.  A  structurally  damaging  event  may  occur,  but  the 
emissions  associated  with  it  may  be  too  weak,  propagate 
away  from  the  detecting  transducer,  or  be  of  the  wrong  fre¬ 
quency  to  be  detected.  A  single  event  may  take  place  with 
several  emissions  of  sufficient  amplitude  that  the  detector 
records  several  counts  for  one  event,  or  a  single  event  may 
be  such  that  the  direct  signal  and  reflected  signals  arrive 
at  the  detecting  transducer  at  different  times  thus  resulting 
again  in  multiple  counts  from  a  single  event. 

Other  methods  used  to  process  acoustic  emission  signals 
are  to  record  the  mean-square  voltage,  which  is  a  measure 
of  the  energy  content,  and  the  root-mean-square  voltage, 
which  is  a  measure  of  the  signal  amplitude.  In  order  to 
locate  the  source  of  an  acoustic  emission  event,  it  is  cus¬ 
tomary  to  arrange  a  number  of  transducers  in  a  prescribed 
geometrical  pattern  on  the  workpiece.  A  computer  controlled 
signal  analysis  system  is  programmed  to  compare  arrival  times 
of  acoustic  emission  signals  at  the  individual  transducers  and 
to  combine  this  information  with  known  wave  velocities  to 
locate  the  source. 

A  review  of  the  literature  reveals  many  experiments  where 
the  detection  technique  did  not  permit  recording  of  the  unalter 
ed  acoustic  emission  signal  characteristic  of  the  structural 
defect  or  microstructural  alteration.  In  other  experiments 
proper  precautions  were  not  taken  to  eliminate  signals  caused 
by  extraneous  noise  sources.  In  most  cases  where  the  observed 
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acoustic  emission  signals  were  assumed  to  be  caused  by  a 
given  microstructural  alteration,  no  metallographic  or  other 
independent  evidence  was  presented  to  verify  the  assumption. 

Figure  4 (a) ,  taken  from  the  original  work  of  Dunegan 
and  Harris,  (10)  serves  as  a  prime  example  of  a  case  where 
the  results  of  a  single  experiment  have  been  republished  over 
and  over  again  in  the  literature  in  such  a  fashion  that  the 
unwary  reader  is  led  to  believe  that  the  results  shown  re¬ 
present  a  well-established  agreement  between  acoustic  emission 
measurements  and  theory.  Figure  4(a)  shows  graphs  of  acoustic 
emission  count  rate  and  stress  plotted  as  a  function  of  strain 
for  a  7075-T6  aluminum  tensile  specimen.  The  dashed  curve 
superimposed  on  the  acoustic  emission  data  is  a  fit  of  Gilman’s 
mobile  dislocation  model  as  a  function  of  strain.  Indeed,  the 
agreement  between  theory  and  experiment  is  excellent.  However, 
the  fact  that  this  agreement  is  not  typical  is  not  mentioned 
in  the  vast  majority  of  re-publications  of  this  figure,  although 
this  fact  is  clearly  brought  out  by  Dunegan  and  Harris  in  their 
original  paper:  "The  results  of  this  excellent  fit  of  Gilman's 
equation  to  our  data  was  very  encouraging  until  other  materials 
were  tested  and  a  fit  attempted."  Figure  4(b),  also  taken 
from  their  paper,  shows  the  same  set  of  graphs  for  an  iron-3 % 
silicon  tensile  specimen.  It  was  impossible  to  obtain  any  fit 
whatsoever  to  Gilman's  theory  in  this  case. 

The  fact  that  Fig.  4(a)  shows  agreement  between  acoustic 
emission  count  rate  and  mobile  dislocation  density  theory  is 
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Fig.  4.  Acoustic  emission  count  rate  and  stress  as  a  function  of  strain  (after 
Dunegan  and  Harris (10)  :  (a)  7075-T6  aluminum,  (b)  Iron-3%  silicon. 


probably  fortuitous  since  not  only  do  different  sensors 
respond  differently  to  the  same  acoustic  emission  signal 
as  shown  in  Fig.  5,  but  even  for  a  fixed  detection  system 
the  recorded  acoustic  count  rate  can  be  made  to  vary  over  a 
wide  range  depending  on  choice  of  the  detector  discriminator 
threshold  voltage  setting  as  shown  in  Fig.  6.  Comparison  of 
Fig.  6  with  Figs.  4(a)  and  (b)  shows  that  nearly  any  asym¬ 
metric  distribution  of  acoustic  emission  count  rate  can  be 
plotted  experimentally,  if  the  correct  choice  of  detecting 
transducer  and  discriminator  threshold  is  made.  Thus,  all 
such  plots  reported  to  date  must  be  regarded  with  some 
skepticism. 

ACOUSTIC  EMISSION  SOURCE  IDENTIFICATION 

In  order  to  positively  identify  the  source  of  an  acoustic 
emission  signal  and  hence  be  able  to  make  a  definitive  state¬ 
ment  as  to  whether  or  not  the  material  alteration  causing  the 
acoustic  emission  signal  is  harmful  to  the  integrity  of  the 
engineering  structure,  it  is  necessary  to  be  able  to  determine 
the  unmodified  waveform  and  frequency  spectrum  of  the  signal 
itself.  Moreover,  once  this  determination  is  made,  one  must 
be  able  to  compare  the  characteristics  of  the  acoustic  emission 
signal  in  question  with  a  previously  characterized  set  of 
acoustic  emission  signals  recorded  from  known  material  defects. 

Prior  to  recent  research  at  the  National  Bureau  of 
Standards  and  the  Johns  Hopkins  University  no  reliable  method 
had  been  developed  to  solve  the  acoustic  emission  characterization 
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SHEAR  SENSOR 
1.7  MHz 
EDGE  MOUNTED 
GAIN  OF  100 

HI-PASS  FILTER-1.2  MHz 
0.05  VOLTS/CM 
0.001  SEC/CM 


ULTRASONIC  SENSOR 
1  MHz  CUT,  SURFACE  MOUNT 
GAIN  OF  100 

HI-PASS  FILTER-600  kHz 
0.01  VOLTS/CM 
0.001  SEC/CM 
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GAIN  OF  100 

HI-PASS  FILTER-30  kHz 

0.  05  VOLTS/CM 
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Fig.  5.  Different  niezoelectric  sensor  responses  to 

the  same  acoustic  emission  signal  (after  Hutton 
and  Ord [1] ) . 


put**  rat*  I 


13 


Influence  of  detector  discriminator  threshold 
voltage  setting  on  shape  of  acoustic  emission 
count  rate  versus  time  curve  for  the  same 
acoustic  emission  signal  and  piezoelectric 
transducer  (after  Jax  and  Eisenblatter [11] ) . 


Fig.  6. 
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problem.  In  fact,  numerous  investigators  have  gone  on 
record  in  the  published  literature  as  calling  the  problem 
"unsolvable. "  The  major  reason  for  such  a  pessimistic  view 
is  that  there  are  several  difficulties  which  must  be  overcome 
in  order  to  reliably  characterize  acoustic  emission  signals. 

First,  a  detector  system  must  be  used  which  is  capable 
of  sensing  surface  displacements  due  to  both  internal  and 
surface  acoustic  emission  sources  which  does  not  modify  the 
signal  because  of  its  own  limitations.  Although  they  have  been 
used  in  the  past,  and  are  still  the  detectors  most  often  used 
in  current  practice,  conventional  piezoelectric  transducers  are 
completely  unsuited  for  such  measurements  since  they  have  their 
own  amplitude,  frequency,  and  directional  response.  In  addition, 
they  "ring"  at  their  resonance  frequency  and  it  is  impossible 
to  distinguish  between  the  amplitude  (voltage  output)  excursions 
caused  by  this  "ringing"  and  the  amplitude  variations  actually 
characteristic  of  the  acoustic  emission  source.  Also,  piezo¬ 
electric  transducers  must  be  coupled  to  the  workpiece  with  a 
material  which  possesses  a  suitable  acoustical  impedance  match  and, 
consequently,  the  waves  being  measured  are  physically  disturbed. 
Finally,  it  is  uncertain  just  what  a  piezoelectric  transducer 
actually  measures;  commercial  piezoelectric  transducers  are 
known  to  vary  markedly  in  their  performance  characteristics; 
and  the  performance  characteristics  which  they  possess  when 
initially  purchased  are  known  to  alter  detrimentally  in  time. 


The  second  difficulty  is  to  accurately  determine  the 
acoustical  transfer  characteristics  of  the  workpiece.  If 
we  assume  that  we  do  have  an  ideal  detector  of  surface  dis¬ 
placements,  then  the  question  still  remains  as  to  how  these 
surface  displacements  relate  to  the  displacements  of  the 
material  at  the  internal  or  distant  surface  source  of  the 
acoustic  emission  signals.  The  need  is  for  the  transfer 
function  which  describes  how  a  known  source  signal  is  modified 
by  the  propagational  characteristics  of  the  material  as  the 
elastic  waves  leave  the  source  and  pass  through  a  solid  body 
of  prescribed  geometry.  Determination  of  this  transfer  func¬ 
tion  is  a  necessity  in  order  to  answer  the  real  question  which 
is  the  inverse  problem.  Assuming  that  all  surface  displace¬ 
ments  are  accurately  known,  and  the  direct  transfer  function 
also  known,  one  can  then  solve  the  inverse  problem  of  source 
displacement  determination  and  hence  identify  the  source 
mechanism  and  assess  its  influence  on  the  structural  integrity 
of  the  workpiece. 

Considerable  progress  in  acoustic  emission  waveform  deter 
mination  was  made  by  Breckenridge  et  al. (12)  who  developed  a 
method  for  obtaining  the  waveforms  of  simulated  acoustic 
emission  sources  which  were  unmodified  by  ringing  of  the 
specimen  and  transducer.  Their  technique  was  based  on  the 
comparison  of  two  signals  at  the  transducer,  one  from  the 
event  in  question  and  one  from  an  artificial  event  of  known 
waveform.  For  the  standard-source  event  they  chose  a  step 
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function  of  stress  which  was  realized  experimentally  by 
fracturing  a  glass  capillary  at  the  center  of  one  flat 
surface  of  a  large  cylindrical  aluminum  alloy  transfer 
block.  In  order  to  have  a  broadband  detector  they  used 
a  dc-biased  capacitive  transducer  with  an  air-gap  dielectric. 
They  found  that  measurements  of  the  waveform,  both  on  the 
same  surface  as  the  source  and  on  the  opposite  surface  yielded 
results  that  agreed  remarkably  well  with  theoretical  predic¬ 
tions.  An  important  conclusion  from  their  work  was  that  no 
difference  was  observed  between  the  shape  of  the  vertical 
displacement  at  the  epicentral  point  produced  by  a  source 
event  on  the  surface  and  that  produced  by  a  similar  event 
in  the  interior  of  a  solid. 

Subsequently,  Hsu  et  al.  (13,14)  numerically  computed 
the  displacement  as  a  function  of  time  at  an  arbitrary  point 
on  an  infinite  plate  due  to  a  point  source  fource  function. 
Nearly  perfect  experimental  agreement  with  their  theory  was 
obtained  by  using  a  reproducible  step-function  stress  release 
pulse  as  a  simulated  acoustic  emission  signal  and  a  wide  band 
capacitive  transducer  as  a  sensor. 

OPTICAL  DETECTION  OF  ACOUSTIC  EMISSION  SIGNALS 

In  order  to  optimally  solve  the  detector  problem  several 
laser  beam  optical  systems  for  detection  of  acoustic  emission 
signals  have  been  developed  (15-32) .  These  optical  detectors 
offer  many  important  advantages  over  piezoelectric  transducers 
for  monitoring  acoustic  emission  events.  Among  these  advantages 
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are:  direct  contact  with  the  test  specimen  is  unnecessary; 

no  acoustical  impedance  matching  couplant  is  required;  the 
waveform  and  frequency  spectrum  of  the  acoustic  emission 
event  is  not  modified  by  the  optical  probe;  optical  probes 
have  inherent  broad  flat  frequency  responses;  they  can  probe 
internally  in  transparent  media;  they  can  be  used  to  make 
measurements  on  extremely  hot  and  extremely  cold  materials 
and  in  other  environments  hostile  to  piezoelectric  transducers; 
since  the  focused  laser  beam  diameters  are  typically  only  a 
few  hundredths  of  a  millimeter,  they  can  probe  very  close  to 
a  slip  band,  mechanical  twin,  included  particle,  crack,  or 
other  material  defect. 

An  optical  acoustic  emission  detector  can  be  used  as  a 
point  probe  to  measure  the  waveforms  directly  at  the  site  of 
an  internal  source  in  a  transparent  solid.  It  can  be  used  to 
measure  the  waveforms  as  a  function  of  position  in  the  solid 
as  well  as  on  its  surface.  Thus  correlation  can  be  achieved 
between  the  acoustical  characteristics  of  the  source  and  the 
detected  surface  signals.  A  laser  beam  acoustic  emission 
detector  system  completely  solves  the  aforementioned  detector 
difficulty  and  permits  progress  to  be  made  on  the  transfer 
function  problem. 

Optical  probes  have  already  been  used  to  measure  mechanical 
twinning  of  cadmium,  indium,  tin,  and  zinc;  cracking  of  glass 
by  both  thermal  and  mechanical  means;  stress-corrosion  crack¬ 
ing  in  E4340  steel  and  7039  aluminum;  allotropic  transformation 
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in  iron;  and  plastic  deformation  and  fracture  of  304L  stain¬ 
less  steel. 

ACOUSTIC  EMISSION  SIGNAL  CAPTURE  AND  PROCESSING 

Conventional  procedures  for  capturing  acoustic  emission 
waveforms  and  subsequent  processing,  such  as  Fourier  analysis 
in  order  to  determine  the  frequency  spectrum,  usually  involve 
use  of  a  "broadband"  piezoelectric  transducer,  a  video  tape 
recorder,  and  a  commercially  available  spectrum  analyzer ( 33) . 
The  gross  deficiencies  of  piezoelectric  transducers  for  this 
purpose  have  already  been  enumerated  and  will  be  illustrated 
by  a  specific  example  in  the  next  section.  Although  a  video 
tape  recorder  has  proven  to  be  an  economical  method  of  almost 
continuous  recording  of  acoustic  emission  signals  over  time 
periods  as  long  as  several  hours,  it  is  not  an  optimum  device 
for  faithful  recording  and  reproduction  of  acoustic  emission 
waveforms.  It  has  limited  bandwidth  (4  MHz),  clips  negative 
signals  more  than  positive  ones,  and  requires  use  of  a  gate 
in  order  to  remove  signal  artifacts  due  to  synchronization 
pulses  internally  generated  by  the  recorder  and  alternation 
of  the  video  recording  heads. 

The  best  system  currently  available  for  reliable  record¬ 
ing  and  reproduction  of  individual  acoustic  emission  waveforms 
is  a  transient  recorder  which  has  a  high  digitizing  speed  and 
a  'ong  time  window  coupled  to  a  digital  magnetic  disc  or  tape 
recorder.  The  magnetically  stored  signal  serves  as  input  to 
a  high  speed  digital  computer  for  signal  processing  including 
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fast  Fourier  transforms  for  spectral  analysis (26, 28) 


VERIFICATION  OF  SOURCE  IDENTIFICATION  SYSTEM  CAPABILITY 

In  order  to  assure  that  a  selected  experimental  acoustic 
emission  source  identification  system  can  be  successfully 
used  to  detect  and  record  the  unknown  waveforms  of  acoustic 
emission  signals  characteristic  of  real  structural  or  micro- 
structural  materials  alterations,  it  must  first  be  shown  that 
the  system  is  capable  of  faithful  detection  and  recording  of 
waveforms  produced  under  carefully  controlled  experimental 
conditions  which  correspond  to  known  theoretical  waveform 
solutions. 

Although  this  has  been  successfully  accomplished  using 
capacitative  transducers (12-14)  and  optical  detectors (26-29) , 
there  has  not  been  a  single  case  of  such  an  accomplishment 
using  piezoelectric  transducers. 

Figure  7  shows  the  theoretically  computed  vertical  sur¬ 
face  displacement  versus  time  record  for  a  step-function  time 
dependence  point  source  load  applied  to  the  surface  of  a  homo 
geneous  isotropic  linear  elastic  half-space.  As  mentioned 
previously,  Breckenridge  et  al.(12)  used  a  capacitive  trans¬ 
ducer  to  measure  the  vertical  surface  displacement  due  to  a 
rapid  unloading  pulse  caused  by  fracture  of  a  glass  capillary 
tube  against  a  specially  designed  test  block.  The  results 
of  this  measurement,  as  can  be  seen  reproduced  in  Fig.  8, 
show  remarkable  agreement  with  the  theoretical  predictions. 


Fig.  7.  Theoretical  vertical  surface  displacement  versus 
time  record  for  a  step-function  time  dependence 
point  source  load  applied  to  the  surface  of  a 
homogeneous  isotropic  linear  elastic  half-space. 


When  the  surface  displacement  was  measured  over  a  longer 
time  period  of  several  milliseconds,  the  waveform  shown  in 
Fig.  9  was  obtained.  The  actual  waveform  characteristic 
of  the  source  can  still  be  seen  at  the  far  left  of  the 
figure,  while  the  subsequent  large  oscillations  are  deemed 
to  be  due  to  reverberations  in  the  test  block  and  support 
structure.  Similar  results  were  obtained  by  Hsu  and  Hardy 
(14)  for  epicenter  displacements  produced  by  breaking  glass 
capillaries  on  an  aluminum  plate. 

Figure  10  compares  200  ysec  waveforms  from  fracture  of 
a  glass  capillary  against  an  aluminum  test  block  as  detected 
(a)  optically  and  (b)  piezoelectrically .  The  portion  of  the 
optically  detected  signal  to  the  left  of  the  vertical  dashed 
line  agrees  within  experimental  accuracy  with  theoretical 
predictions  of  the  displacement  associated  with  the  source. 

An  arrow  indicates  an  enlarged  view  of  this  portion  of  the 
waveform.  Even  longer  time  records,  2  msec,  of  the  same  two 
waveforms  are  presented  in  Fig.  11.  As  can  be  seen  in  Figs. 

10  and  11,  the  piezoelectric  transducer  introduces  a  multitude 
of  oscillations  into  the  detected  waveform  and  does  not  faith¬ 
fully  reproduce  the  waveform  due  to  surface  displacements 
characteristic  of  the  acoustic  emission  source. 


Fig.  9. 


Fig.  10.  Comparison  of  waveforms  from  fracture  of  a  glass 

capillary  as  detected  (a)  optically  and  (b)  piezo- 
electr ically ,  200  ysec  time  records.  The  portion 
of  the  optically  detected  signal  to  the  left  of 
the  vertical  dashed  line  agrees  with  theoretical 
predictions  of  the  displacement  associated  with 
the  source.  Arrow  indicates  enlarged  view  of  this 
portion  of  waveform. 

(after  Djordjevic  and  Green[26]). 
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RESEARCH  PROGRESS  DURING  PHASE  I 

As  has  been  shown  in  the  previous  section,  even  when 
a  capacitive  transducer  or  optical  probe  is  used  to  faith¬ 
fully  detect  the  surface  displacement  waveform  characteristic 
of  an  acoustic  emission  source,  the  waveform,  and  hence  the 
frequency  spectrum,  appears  to  undergo  severe  modification 
as  it  reflects  back-and-forth  inside  an  actual  workpiece. 

In  order  to  absolutely  prove  or  disprove  this  hypothesis, 
it  is  necessary  to  compute  theoretically  the  waveforms  and 
frequency  spectra  to  be  expected  from  a  variety  of  specific 
combinations  of  well-characterized  sources  and  workpieces. 

It  is  desired  to  calculate  the  particle  motion  both  inside 
and  on  the  surface  of  a  workpiece  of  known  material  and  geo¬ 
metry  as  a  result  of  a  known  applied  force.  A  schematic 
illustration  of  this  problem  in  which  only  the  geometry  of 
the  workpiece  is  changed  is  shown  in  Fig.  12. 

Weisinger (34)  performed  such  a  theoretical  calculation 
for  the  case  of  a  point  source  with  step  function  force  time 
dependence  radially  exciting  the  surface  of  a  homogeneous, 
isotropic,  linear  elastic  sphere.  He  used  the  normal  mode 
technique  to  compute  the  eigenfrequencies  and  displacement 

eigenfunctions  for  the  sphere.  Combining  these  results  with 
the  given  source  model,  the  displacement  for  any  point  on  or 
within  the  sphere  was  expressed  analytically  as  a  summation 
over  all  the  discrete  eigenfrequencies  of  the  sphere. 


Numerical  calculations  were  performed  for  a  steel  sphere 
and  displacement  versus  time  records  were  plotted  for  various 
locations  on  the  sphere's  surface.  At  a  given  location  both 
surface  waves  and  body  waves  appeared  in  the  displacement-time 
record;  the  arrival  times  of  these  waves  agreed  very  well  with 
those  predicted  by  ray  theory.  Figure  13  shows  the  geometrical 
arrangement  used  to  make  the  calculations,  while  Fig.  14  shows 
the  results  obtained  for  the  radial  surface  displacement  at  an 
angle  of  30°  on  a  steel  sphere  caused  by  a  step-function  time 
dependent  force  acting  at  0°.  Figure  14(a)  shows  the  early 
arrival  time  record  for  the  first  25  microseconds  and  Fig.  14(b) 
shows  the  longer  time  record  for  250  microseconds.  P  represents 
the  arrival  time  for  the  first  arriving  compressional  wave,  S 
the  arrival  time  for  the  first  arriving  shear  wave,  and  R,  the 
arrival  time  for  the  first  arriving  Rayleigh  surface  wave. 
Additional  subscripts  refer  either  to  compressional  (P2,  P3  ) 
waves  or  shear  (S2,  S3  )  waves  which  have  undergone  multiple 
reflections  inside  the  sphere  without  mode  conversion.  Notation 
such  as  PS  refer  to  a  compressional  wave  which  has  converted 
partially  into  a  shear  wave  as  a  result  of  one  reflection. 

The  results  of  these  calculations  suggest  characteristics 
which  may  be  common  to  all  types  of  acoustic  emission  signals. 
The  first  signals  to  appear  on  the  displacement-time  record  can 
be  attributed  primarily  to  the  nature  of  the  acoustic  emission 
source,  while  later  portions  of  the  record  are  dominated  by 
long  period  oscillations  and  body  wave  reflections  caused  by 
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Fig. 


13.  Geometrical  arrangement  used  to  make 
calculations.  Step-function  time 
dependent  force  acting  at  0° .  Radial 
surface  displacement  measured  at  angle 
9  from  source,  (after  Weisinger [ 34 ] ) . 


RADIAL  DISPLACEMENT  AS  RECEIVEO  30  OEGREES  FROM  THE  SOURCE 

STEEL  SPHERE;  MAXIMUM  N=100 


Longer  time  record  showing  250  microseconds  of  the  radial 
surface  displacement  at  an  angle  of  30°  on  a  steel  sphere 
caused  by  a  step-function  time  dependent  force  acting  at 
(after  Weisinger [34 ] ) . 
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both  the  nature  of  the  source  and  the  finite  size  of  the 
specimen. 

In  order  to  assure  that  the  acoustic  emission  signal 
detected  at  a  location  on  the  surface  of  the  workpiece  remote 
from  the  source  is  still  representative  of  the  source  it  is 
necessary  to  experimentally  measure  acoustic  emission  signals 
as  close  to  the  source  as  possible. 

Although  the  literature  is  saturated  with  claims  of  acoustic 
emission  source  identification  due  to  a  variety  of  microstructural 
alterations  in  real  materials,  all  of  these  measurements  have 
been  made  on  large  specimens  with  piezoelectric  transducers 
either  located  on  the  specimens  at  locations  remote  from  the 
source  or,  even  worse,  located  on  specimen  grips  or  other  supports. 
It  should  be  obvious  from  the  considerations  of  the  previous 
sections  why  such  measurements  must  be  viewed  with  skepticism. 

In  an  effort  to  measure  the  acoustic  emission  signals  as 
close  to  an  actual  microstructural  alteration  source  as  possible 
in  a  technically  important  material  experiments  were  initiated 
with  micro-tensile  test  specimens  possessing  very  small  gauge 
sections  as  shown  in  Fig.  15.  This  reduction  in  the  volume  of 
material  from  which  acoustic  emissions  can  be  produced  during 
tensile  elongation  offers  the  following  advantages:  permits 
placement  of  the  optical  probe  extremely  close  to  the  source; 
reduces  the  number  of  potential  sites  for  acoustic  emission 
generation;  reduces  the  overlap  between  signals  since  fewer 
will  be  generated;  reduces  the  number  of  potential  loss  or 


attenuation  sites  present. 

Using  304L  stainless  steel  specimens  of  this  geometry, 
coupled  with  a  laser  beam  optical  probe,  and  an  ultra-quiet 
pneumatic  tensile  load  system,  Bruchey(32)  found  that  the 
specimens  failed  by  void  nucleation,  growth,  and  coalescence. 
Although  a  full  spectrum  of  material  choices  was  considered 
ranging  from  single  crystals  to  complicated  engineering  alloys, 
it  was  decided  that  an  engineering  alloy  should  be  chosen  since 
the  ultimate  goal  of  acoustic  emission  measurements  is  to 
inspect  engineering  structures  under  service  conditions.  304L 
stainless  steel  was  chosen  because  this  material  falls  within 
the  general  category  of  austenitic  stainless  steels,  which 
enjoy  the  greatest  usage  of  all  stainless  steels. 

As  shown  in  Fig.  15,  the  micro-tensile  specimen  possesses 
T-shaped  grip  ends,  a  gauge  section,  and  a  sub-gauge  section. 
During  tensile  elongation,  plastic  deformation  is  limited  to 
this  sub-gage  section,  which  comprises  a  volume  of  material  of 
about  three  cubic  millimeters.  Thus  the  sources  of  acoustic 
emission  are  localized  and  examination  of  the  sub-gauge  length 
surfaces  by  optical  and  scanning  electron  microscopy  expedited. 
Since  inaccurate  machining  of  the  test  specimen  can  lead  to 
misalignment  problems  and  extraneous  noise  sources  and  since 
the  specimens  are  extremely  small,  particular  care  was  taken  in 
specimen  preparation.  In  addition  to  very  careful  machining, 
each  specimen  was  individually  mounted  in  a  room  temperature 
setting  epoxy  and  given  a  fine  metallographic  polish.  After 
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polishing,  the  epoxy  was  dissolved  away  chemically  without 
damage  to  the  test  specimen. 

A  number  of  tensile  test  machines  were  investigated  for 
use  in  elongation  of  the  micro-tensile  specimens  but  were 
rejected  because  excessive  noise  was  generated  by  mechanical 
components  or  by  fluid  motion  through  valves,  orifices,  and 
pistons.  This  noise  problem  was  overcome  by  use  of  a  pneumatic 
tensile  test  machine  which  was  modified  to  optimally  test  the 
micro-tensile  specimens.  A  schematic  drawing  of  the  pneumatic 
tensile  test  machine  load  frame  is  shown  in  Fig.  16  and  of  the 
actuator  crosshead  in  Fig.  17.  The  extreme  quietness  of  this 
machine  is  due  to  the  fact  that  there  is  no  metal-to-metal  con¬ 
tact  to  act  as  a  noise  source.  The  pistons  are  not  in  contact 
with  the  cylinder  walls  and  piston-cylinder  friction  is  kept 
to  a  minimum  by  the  rolling  piston  seal. 

Figure  18  shows  a  schematic  diagram  of  the  Fizeau  inter¬ 
ferometer  used  to  measure  the  specimen  surface  displacements 
caused  by  the  acoustic  emission  signals.  An  expanded  laser  beam 
is  incident  from  the  left  and  is  focused  by  the  lens  on  the 
specimen  surface.  Approximately  half  of  the  incident  light  is 
reflected  by  the  beam  splitter  and  focused  on  the  reference 
mirror  R.  The  two  beams,  one  reflected  from  the  specimen  sur¬ 
face  and  one  reflected  from  the  reference  mirror,  are  recombined 
at  the  beam  splitter  and  produce  a  fringe  pattern  at  the  output 
which  is  focused  on  the  photodetector. 

The  electrical  signal  output  from  the  photodetector  was  fed 
into  a  20  dB  amplifier  and  then  analog  to  digital  conversion 
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was  performed  by  a  Nicolet  Explorer  III  Digital  Oscilloscope 
with  a  Model  204-2  Plug-in.  This  combination  afforded  the 
capability  of  recording  up  to  4096  points  at  a  maximum  rate 
of  50  nanoseconds  per  point  at  8  bits  of  vertical  resolution. 

This  maximum  setting  provided  a  signal  window  of  approximately 
0.2  milliseconds  at  a  frequency  response  of  10  megahertz. 

Because  of  the  sequential  storage  of  the  digital  signal  in 
shift  register  memory,  it  was  possible  to  retain  the  signal 
information  preceding  the  trigger  in  time  and  therefore  avoid 
loss  of  the  leading  edge  of  transients.  This  cannot  be  achieved 
easily  with  conventional  oscilloscopes  and  is  a  very  important 
feature  when  recording  acoustic  emission  signals.  Each  recorded 
waveform  was  stored  on  a  built-in  minidisk  magnetic  memory  for 
later  analysis. 

The  signals  stored  in  the  magnetic  disk  memory  by  Bruchey(32) 
were  transferred  at  a  later  time  to  a  Hewlett-Packard  9845A 
computer  for  analysis.  In  more  recent  work  the  stored  signals 
were  transferred  through  interface  of  the  Nicolet  with  a  Tektronix 
4006-1  Graphic  Terminal  to  a  DEC  system-10  timesharing  computer 
for  analysis.  The  processed  signal  was  also  displayed  on  the 
Graphic  Terminal  and  plotted  on  a  4662  Digital  Plotter.  Computer 
programs  were  written  to  produce  graphic  output  of  the  captured 
signals  and  Fast  Fourier  Transform  (FFT)  frequency  analysis  of 
the  time  domain  data.  The  option  of  analyzing  either  the  whole 
waveform  or  only  selected  regions  of  interest  was  also  available. 
Since  the  laser  beam  detector  and  the  digital  oscilloscope 
permitted  the  identification  of  signal  frequencies  as  high  as 


10  megahertz  and  since  this  frequency  is  an  order  of  magnitude 
higher  than  that  recorded  in  previous  acoustic  emission  studies, 
particular  care  was  taken  to  be  certain  that  any  signal  compo¬ 
nents  received  in  the  upper  frequency  realm  were  not  an  artifact 
of  the  optical  probe,  digital  oscilloscope,  or  computer  FFT 
analysis.  Various  calibrated  test  signals  (sine  waves  and  saw¬ 
tooth  ramp  functions)  were  fed  into  the  system  over  the  full 
frequency  range.  In  all  cases,  the  resultant  FFT  produced  the 
expected  frequency  spectrum,  centered  on  the  signal  frequency 
with  very  minimal  off-frequency  components.  It  was  concluded 
that  for  the  actual  waveforms  captured  during  the  tensile  loading 
experiments  the  waveform  analysis  truly  indicates  the  frequencies 
present  in  the  range  0-10  megahertz. 

Micro-tensile  specimens  were  tested  in  the  pneumatic  load¬ 
ing  tensile  machine  until  fracture.  The  rate  of  loading  was 
adjusted  such  that  specimen  failure  occurred  within  approximately 
10-20  minutes;  load  versus  time  was  recorded  continuously  until 
failure.  In  addition,  a  series  of  independent  tensile  tests 
was  run  using  an  Instron  screw-drive  tensile  test  machine. 

Because  of  the  excessive  background  noise  associated  with  this 
machine  no  acoustic  emission  measurements  were  attempted  during 
these  tests.  Their  purpose  was  to  obtain  engineering  stress 
versus  engineering  strain  curves  for  comparison  with  published 
engineering  data  to  determine  whether  or  not  the  small  size  of 
the  micro-tensile  specimens  would  cause  anomalous  behavior. 

Values  obtained  from  standard  engineering  handbooks  were  in 
general  agreement  with  this  data,  which  demonstrated  that  although 


the  gauge  section  of  the  micro-tensile  specimen  was  extremely 
small  compared  to  that  of  standard  engineering  specimens,  it 
was  still  large  enough  on  a  microstructural  scale  to  assure 
that  the  acoustic  emission  signals  recorded  from  the  small 
gauge  section  were  representative  of  the  bulk  material. 

Before,  during,  and  after  each  acoustic  emission  test, 
the  surface  of  the  gauge  and  sub-gauge  section  of  each  micro- 
tensile  specimen  was  examined  optically.  Both  optical  and 
scanning  electron  microscope  (SEM)  examination  showed  that  the 
surface  did  not  contain  any  features  which  would  confuse  sub¬ 
sequent  surface  morphological  alteration  correlation  with 
acoustic  emission  events.  During  tensile  elongation  the  surface 
of  the  sub-gauge  section  lost  its  polish  and  appeared  frosted. 
For  this  reason  the  optical  probe  was  focused  on  a  spot  on  the 
gauge  section  immediately  adjacent  to  the  deforming  sub-gauge 
region.  As  tensile  elongation  proceeded,  extensive  formation 
of  slip  bands  was  observed  in  the  austenite  grains.  Rotation 
of  the  individual  grains  resulting  in  considerable  surface 
roughness  was  also  observed.  Prior  to  fracture,  each  specimen 
exhibited  necking  at  the  middle  of  the  sub-gauge  section, 
followed  by  a  "Swiss  cheese" appearance  due  to  void  nucleation 
and  growth,  and  final  failure  by  void  coalescence  and  fracture 
of  the  remaining  ligaments.  Examination  of  specimens  removed 
from  the  test  fixture  prior  to  fracture  as  well  as  those  pulled 
to  fracture  failed  to  reveal  any  surface  cracks.  Fracture  was 
definitely  due  to  void  coalescence. 
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Examination  of  the  fracture  surface  of  each  failed 
specimen  in  the  SEM  at  a  magnification  of  500X  or  greater 
revealed  that  each  void  contained  a  rather  large  intermetallic 
particle.  At  the  base  of  some  of  these  voids  were  particles 
that  had  cracked  in  a  brittle  manner.  By  scanning  the  entire 
fracture  surface  of  the  sub-gauge  section  and  counting  the 
number  of  cracked  intermetallic  particles,  Bruchey  found  a 
near  one-to-one  correspondence  between  fractured  intermetallic 
particle  count  and  the  number  of  acoustic  emission  bursts  in 
the  7. 5-8. 5  megahertz  regime.  Although  fracture  of  inter- 
metallics  have  been  offered  by  a  number  of  authors  in  a  number 
of  materials  as  the  source  of  emissions,  this  is  believed  to 
be  the  first  time  that  direct  counts,  rather  than  statistical 
counts  accompanied  by  unsubstantiated  assumptions,  support  this 
hypothesis.  It  should  be  noted  that  the  small  sub-gauge  size 
and  flat  frequency  response  of  the  optical  probe  up  to  at 
least  10  megahertz  were  both  necessary  for  successful  completion 
of  such  measurements. 

Following  completion  of  the  304L  stainless  steel  tests 
several  modifications  were  incorporated  in  the  experimental 
measurement  system  to  permit  easier  positioning  of  the  laser 
beam  and  to  increase  the  system  stability.  Since  the  magnetic 
diskette  recorder  incorporated  with  the  Nicolet  digital  oscillo¬ 
scope  uses  8-channel  diskettes,  which  have  to  be  manually  changed, 
a  continuous  record  of  all  of  the  acoustic  emission  signals 
generated  during  a  test  were  made  using  a  Sony  Model  3650  video¬ 
tape  recorder.  Although,  as  described  previously,  the  quality 
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of  the  signal  is  degraded  somewhat  by  the  video  tape  recorder, 
it  does  insure  that  no  signals  are  missed  completely  and  pro¬ 
vides  an  accurate  time  record  as  to  when  selected  signals  are 
captured  on  the  Nicolet. 

Materials  presently  available  for  testing  are  6A i  4V 
and  6AS,  2Cb  ITa  IMo  titanium  alloys;  HY80,  HY100  and  HY  130 
steel;  2024,  5456,  and  7039  aluminum  alloys;  pure  zinc;  and 
plexiglass.  Primary  effort  is  currently  directed  at  the 
titanium  and  steel  materials  because  they  represent  extremely 
important  naval  alloys.  Some  of  the  other  materials  are  on 
hand  mainly  for  comparison  purposes. 

At  room  temperature  pure  titanium  possesses  a  hexagonal 
close-packed  structure  called  alpha.  At  1621°F (883 °C)  it 
transforms  to  a  body-centered-cubic  structure  called  beta.  The 
addition  of  alloying  elements  modify  this  transformation  tem¬ 
perature.  Elements  that  favor  the  alpha  phase,  known  as  alpha 
stabilizers,  raise  the  alpha  to  beta  transformation  temperature. 
Among  the  alpha  stabilizers  are  aluminum,  gallium,  germanium, 
carbon,  oxygen,  and  nitrogen.  On  the  other  hand,  there  are  two 
groups  of  elements  that  favor  the  beta  phase.  These  beta  sta¬ 
bilizers,  which  lower  the  beta  to  alph  :ransformation  temperature, 
includes  vanadium.  Vanadium  also  serves  as  a  strengthening 
agent.  Metallographic  examination  of  the  6A£  4V  titanium  alloy 
revealed  that  there  are  approximately  equal  amounts  of  three 
types  of  alpha  titanium  present,  namely  martensitic,  acicular, 
and  platelike.  Some  alpha  also  appears  at  prior  beta  grain 
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boundaries.  In  addition  to  the  alpha  microstructures  inter¬ 
granular  beta  is  observable. 

Among  the  surface  alterations  caused  by  tensile  elongation 
of  the  titanium  specimens,  observed  by  either  optical  or  scann¬ 
ing  electron  microscopy,  and  which  are  possible  sources  of 
acoustic  emission  are  slip  bands,  mechanical  twins,  microcracks, 
void  creation  and  coalescence,  and  cavity  formation.  The  micro¬ 
cracks  and  cavities  were  too  few  in  number,  while  void  coalescence 
occurred  too  late  in  the  deformation  process,  to  account  for  the 
primary  acoustic  emission  observed. 

Optical  and  scanning  electron  microscopic  examination  of 
the  surface  of  the  HY  80  specimens  subsequent  to  tensile  elonga¬ 
tion  revealed  both  slip  bands  and  intermetal lie  particles.  For 
this  material  the  primary  acoustic  emissions  were  localized  to 
a  particular  region  of  the  loading  curve. 

Since  the  laser  furnished  by  the  Navy,  which  was  to  be 
used  for  double  pulse  laser  holography,  did  not  operate  and  since 
there  were  no  funds  available  to  purchase  a  new  multi-thousand 
dollar  laser,  this  particular  part  of  the  research  was  not  con¬ 
ducted.  Instead,  a  second  laser  detecting  system,  which 
incorporated  a  Michelson  interferometer,  was  used  to  measure  the 
propagational  characteristics  of  simulated  acoustic  emission 
signals  on  specimens  of  several  geometries.  Measurements  were 
initially  performed  on  a  4-inch  diameter  steel  sphere  subjected 
to  a  step-function  unloading  force  caused  by  breaking  a  glass 
capillary.  This  particular  geometry  was  selected  because  prior 


theoretical  work  in  the  field  of  seismology  permitted 
Weisinger (34)  to  compute  the  surface  displacement  as  a 
function  of  time  for  a  step-function  load  applied  to  the  sur¬ 
face  of  such  a  sphere.  Preliminary  experimental  measurements 
appeared  promising  but  ran  into  trouble  because  of  the  dif¬ 
ficulty  of  reproducibly  breaking  a  cylindrical  glass  capillary 
at  any  desired  point  on  the  spherical  surface.  The  fact  that 
this  was  indeed  the  problem  was  confirmed  by  repeating  earlier 
measurements  in  which  the  glass  capillaries  were  broken  at 
the  center  of  the  flat  face  of  a  right  circular  cylinder. 

It  was  also  discovered  that  the  laser  beam  detector  being 
used  for  this  portion  of  the  experimental  research  was  not 
sufficiently  stable  to  be  optimally  used  for  the  acoustic 
emission  wave  propagation  characterization  measurements.  For¬ 
tunately,  a  superior  laser  beam  interferometric  surface  dis¬ 
placement  measurement  system  had  been  developed  at  the  Johns 
Hopkins  University  Applied  Physics  Laboratory (APL) ,  which 
exhibited  excellent  stability  though  limited  to  a  maximum 
frequency  of  6  kilohertz (37) .  Preliminary  modifications  (at 
APL  expense)  have  indicate  that  the  frequency  response  can 
be  extended  to  at  least  30  megahertz  and  that  additional 
modifications  will  result  in  an  ideal  detector  for  the  pro¬ 
pagation  characterization  measurements. 
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